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If you are using a printed copy of this procedure, and not the on-screen version, then you MUST make 

sure the dates at the bottom of the printed copy and the on-screen version match. 
The on-screen version of the Collider-Accelerator Department Procedure is the Official Version.  Hard 

copies of all signed, official, C-A Operating Procedures are available by contacting the ESSHQ 
Procedures Coordinator, Bldg. 911A 
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15.5.14   Calibration of Thermocouple Gauge 
 

(Vacuum Group ProcedureVA-008.18.1.14) 
 
 

Note:  This document was formerly a C-A Group Procedure.  The content of the group 
procedure was reviewed by the Technical Supervisor.  All approvals and/or issue dates of 

the original group procedure are maintained for present use. 
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**IMPORTANT** 
PRIOR TO THE PERFORMANCE OF ANY WORK 
WITHIN THE SCOPE OF THIS PROCEDURE, IT IS 
THE RESPONSIBILITY OF THE SUPERVISOR TO 
ENSURE THAT WORK PLANNING HAS BEEN 
REVIEWED FOR THE PROTECTION OF WORKERS, 
EQUIPMENT, AND THE ENVIRONMENT. 
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1. PURPOSE:  
1.1 TO PROVIDE AN EFFECTIVE PROCEDURE FOR AGS VACUUM 

TECHNICIANS TO SUCCESSFULLY CALIBRATE A THERMOCOUPLE 
GAUGE.  

  
 
2. RESPONSIBILITIES:  

2.1 THE AGS VACUUM SUPERVISOR SHALL BE RESPONSIBLE FOR THE 
IMPLEMENTATION OF THIS PROCEDURE.  
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